MISSOUR! DEPARTMENT OF HEALTH AND SENIOR SERVICES
STATE PUBLIC HEALTH LABORATORY RECEIVED
ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT By Carol Day at 2:04 pi. War 14, 2014

Complete thls repon in duplicate at the time of the regular monihly preventalive maintenance check, and whenever Instrument is repaired,
Sand copy to Department of Health and Senior. Services; retain original in department file.

ALCGC SENSOH IV 8N PRINTER SN DATE OF INSPECTION
062092 . 03A.2436.094 03/11/2014

LOGATION OF INSTRUMENT {STREET AND CITY) TIME CF INSPECTION
600 E. Wainul, Columbia 10:43 pm

CHECKLIST: Place a mark in the box by each ltem if found to be satisfactery or if operating within established limits. (Write in observed val-
ues where delermined.) Unmarked jtems mus! be corrected before using Instrument.

DIGITAL READQOUT (ALL ELEMENTS OPERATIONAL})

TEMPERATURE OF ALCO SENSOR (10°GC - 40°G)

PRINTER WORKING PROPERLY

] TIME AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACCURACY STANDARDS

¥l SIMULATOR SOLUTION [l COMPRESSED ETHANOL-GAS MIXTURE
STANDARD SUPpLIER Guth Labs LoT # 13210 EXP. DATE 07/28/2015

[/] SIMULATOR TEMPERATURE (34°C £0.2°C) __ 340 SIMULATOR SN ___SD2761  SIMULATOR EXP DATE 01/07/2015

[¥] CALIBRATION CHECK — (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)
Run three 1ests using a standard solutlon. All three tests must be within £5% of the standard value and must have a spread of .005 or
less. Check the box correspending to the standard solutlon belng used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INGLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST 1 * g9 TEST 2% (g9 TEST 3 # (g9

RFI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS}

REFUSALS 0 .08 O (05-09) © (10.14y O (is-19) O (over.19) O
List any new parts and describe any alteration or modification that was made to restore the Instrument to operale satisfactorily and wa!hln
established Iimits {use other slde if necessary).

new instrument in service

INSPECTING CFFICEI
.. PRINT MNARNS

SIGNATURE

b 7 ; Nathan Turner
TYPE Il PERKIT NUMBER/SXPIRATION DATE YELEPHONE NUMBER o
220411 12-20-14 (573) 874-7652

Return completed report to the: Breath Alcohol P Frogram, MO Depariment of Health and Senior Sarvu,es Sotitheast District Office
2875 James Boulevard
_ Poplar Bluff, MO 63901

MO 580-1351 "9.10) "AH BERIAL

CTEN ERPLOYER . LAB-H §
2y bags
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> GUTH LABORATORIES, ING,
4 NORTIS1A BYNCEY O HANRISDUND, BA SHll AN} o THARPHUNNI YA LAY

CERTIFICATE OF ANALYSXS

o Qertifted Aloofiol Refersnce Solutlon for Slmulator
Random "Snmme's of Lot Number 13310 of
Algohol Roforenop Solutlon for Slmulator wete analyzed by
gas olamatography on July a1, 2013; wslug n Parkin Hlnior Gng Chroelograph
Antosysism XL $/N; 610N9030209, and found to conlaln  0.1216% (wively
othyl aloohol, The oxpleatlon dale fot ihla fot '
+ mumbey. Ia July 29,2018 ot 111?9 M,

‘Whon wsed 1i n‘ohllpg'éhted Blmulatos, opoxiting -at"
4400 #1200, thls soluthle witk give a broath- aloofidl-
pnnfyals Inglrumoiit reading of Q0D g/A10k +/m 3%,

"The alookel and _v:nter 'used in thla:salutlan Wore
fros of tost Intexfering subetanoos

»

’l‘aé L, Pauley, Praﬁldu%t

GUTH LABORATORIES, INC,

NIST Feaorabilliy:
Taatlng way onductod usiug Carifitant Reforanwve Standard lot humber FNHIANL03 whosa

Valuﬁx are Ipaoeably fo NIST, ' )
Al balanoer are oaltbrated ammially by ay oilslde aganf};} lng NIST fracenble wolghts

. Ualibyatlon veriflogtion Is dea prioy 1 avl pee nilljzlng XIST trageable walghts, - a

.k

.
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